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Introduction to
Programming an Instrument

1

Introduction This chapter introduces you to the basics of remote programming. The
programming instructions explained in this book conform to the
IEEE 488.2 Standard Digital Interface for Programmable
Instrumentation. These programming instructions provide a means of
remotely controlling the HP 1652B/53B. There are three general
categories of use. You can:

l Set up the instrument and start measurements
l Retrieve setup information and measurement results
l Send measurement data to the instrument

The instructions listed in this manual give you access  to the measurements
and front panel features of the HP 1652B153B.  The complexity of your
programs and the tasks they accomplish are limited only by your
imagination. This programming reference is designed to provide a
concise descript ion of  each instruction.

About This
Manual

This manual is organized in 27 chapters. Chapter 1 is divided into two
sections. The first section (pages 2 through 9) concentrates on program
syntax,  and the second section (pages 10 through 17) discusses
programming an instrument. Read either chapter 2, “Programming Over
HP-IB,” or chapter 3, “Programminn  Over RS-232C” for information
concerning the physical connection between the HP 1652B/53B and your
controller. Chapter 4, “Programming and Documentation Conventions,”
gives an overview of  al l  instruct ions and also explains the notat ion
conventions used in our syntax definitions and examples. The remaining
chapters 5 through 27 are used to explain each group of instructions.

HP 16528/1653B Introduction to Programming an Instrument
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Programming
Syntax

Talking to the In general, computers acting as controllers communicate with the
Instrument instrument by sending and receiving messages over a remote interface,

such as HP-IB or RS-232C. Instructions for programming the HP
1652B/53B  will normally appear as ASCII character strings embedded
inside the output statements of a “host” language available on your
controller. The host language’s input statements are used to read in
responses from the HP 1652B/53B.

For example, HP 9000 Series 2W300  BASIC uses the OUTPUT
statement for sending commands and queries to the HP 1652B/53B.  After
a query is sent, the response is usually read in using the ENTER
statement. All programming examples in this manual are presented in
BASIC. The following BASIC statement sends a command which causes
the HP 1652B/53B’s machine 1 to be a state analyzer:

OUTPUT XXX:":MACHINEl:TYPE  STATE" <terminator>

Each part of the above statement is explained in the following pages.

Instruction Syntax To program the instrument remotely, you must have an understanding of
the command format and structure expected by the instrument. The IEEE
483.2 syntax rules govern how individual elements such as headers,
separators, parameters and terminators may be grouped together to form
complete instructions. Syntax definitions are also given to show how
query responses will be formatted. Fiie l-l shows the main syntactical
parts of a typical program statement.

INSTRUCTION
I

OUTPUT XXX;“:SYSTEM:MENU  D ISPLAY .2 ’

INSTRUCTION PARAMETERS

Figure l-l. Program Message Syntax

Introduction to Programming an Instrument HP 16528/1653B
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Output Command The output command is entirely dependant on the language you choose to
use. Throughout this manual HP !%OO  Series 2W300  BASIC 4.0 is used in
the programming examples. People using another language will need to
find  the equivalents of BASIC commands like OUTPUT, ENTER and
CLEAR in order to convert the examples. The instructions for the
HP 1652B/53B are always shown between the double-quotes.

Device Address The location where the device address must be specified is also dependent
on the host language which you are using. In some languages, this could
be specified outside the output command. In BASIC, this is always
specified after the keyword OUTPUT. The examples in this manual use a
generic address of XXX. When writing programs, the number you use
will depend on the cable you use in addition to the actual address. If you
are using an HP-IB, see chapter 2. RS-232C users should refer to
chapter 3, “Programming Over RS-232C.”

Instructions Instructions (both commands and queries) normally appear as a string
embedded in a statement of your host language, such as BASIC, Pascal or
C. The only time a parameter is not meant to be expressed as a string is
when the instruction’s syntax definition specifies <block data > . There
are only five instructions which use block data.

Instructions are composed of two main parts: The header, which specifies
the command or query to be sent; and the parameters, which provide
additional data needed to clarify the meaning of the instruction.

instruction Header The instruction header is one or more keywords separated by colons (:).
The command tree in figure 4-l illustrates how all the keywords can be
joined together to form a complete header (see chapter 4, “Programming
and Documentation Conventions”).

The example in figure l-l shows a command. Queries are indicated by
adding a question mark (?) to the end of the header. Many instructions
can be used as either commands or queries, depending on whether or not
you have included the question mark. The command and query forms of
an instruction usually have different parameters. Many queries do not use
any parameters.

When you look up a query in this programming reference, you’ll fmd a
paragraph labeled “Returned Format” under the one labeled “Query
Syntax.” The syntax definition by “Returned format” will always show the
instruction header in square brackets, like (:SYSTem:MENU].  What this

Introduction to Programming an Instrument
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White Space

Instruction Parameters

Header Types

really means is that the text between the brackets is optional, but it’s also a
quick way to see what the header looks like.

White space is used to separate the instruction header from the
instruction parameters. If the instruction does not use any parameters,
you do not need to include any white space. White space is defined as one
or more spaces. ASCII defines a space to be character 32 (in decimal).
Tabs can be used only if your controller first converts them to space
characters before sending the string to the instrument.

Instruction parameters are used to clarify the meaning of the command or
query. They provide necessary data, such as whether a function should be
on or off, which waveform is to be displayed, or which pattern is to be
looked for. Each instruction’s syntax deli&ion  shows the parameters, as
well as the values they accept. This chapter’s “Parameter Syntax Rules”
section has all of the general rules about acceptable values.

When there is more than one parameter they are separated by
commas (,). You are allowed to add spaces around the commas.

There are three types of headers: Simple Command; Compound
Command; and Common Command.

Simple Command Header. Simple command headers contain a single
keyword. START and STOP are examples of simple command headers
typically used in this instrument. The syntax is:

cfunction > c terminator >

When parameters (indicated by c  data z= ) must be included with the
simple command header (for example, :RMODE SINGLE) the syntax is:

cfunction>  cwhits  space > <data> cterminator >

Compound Command Header. Compound command headers are a
combination of two or more program keywords. The first keyword selects
the subsystem, and the last keyword selects the function within that
subsystem. Sometimes you may need to list more than one subsystem
before being allowed to specify the function. The keywords within the
compound header are separated by colons. For example:

To execute a single function within a subsystem, use the following:

Introduction to Progmmming an Instrument HP 16628/1653B
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: c subsystem > : c function w  <white  space > <data > <terminator >

(For example :SYSTEM:LONGFORM ON)

To traverse down a level of a subsystem to execute a subsystem within that
subsystem:

: <subsystem > : c subsystem > : <function > c white space  > -z  data > <terminator >

(For example :MMEMORY:LOAD:CONFIG “FILE-“)

Common Command Header. Common command headers control IEEE
488.2 functions within the instrument (such as clear status, etc.). Their
syntax is:

*-z command header > c terminator >

No space or separator is allowed between the asterisk and the command
header. *CLS is an example of a common command header.

Combining To execute more than one function within the same subsystem a
Commands from the semi-colon (;) is used to separate the functions:

Same Subsystem
:<subsystem>:4unction>  <white  space> <data>:

-Z function z-  -z  white space z-  < data z -c terminator >

(For example :SYSTEM:LONGFORM 0N;HEADER  ON)

Duplicate Keywords Identical function keywords can be used for more than one subsystem.
For example, the function keyword MMODE may be used to specify the
marker mode in the subsystem for state listing or the timing waveforms:

SLISTMMODE  PATIERN - sets the marker mode to pattern in the state
listing.

:TWAVEFORM:MMODE  TIME - sets the marker mode to time in the timing
waveforms.

SLIST and TWAVEFORM are subsystem selectors and determine which
marker mode is being modified.

HP 16528/1653B
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Query Usage Command headers immediately followed by a question mark (?) are
queries. After receiving a query, the instrument interrogates the
requested function and places the response in its output queue. The
output message remains in the queue until it is read or another command
is issued. When read, the message is transmitted across the bus to the
designated listener (typically a controller). For example, the logic
analyzer query :MACHINEl:TWAVEFORM:RANGE?  places the
current seconds per division full scale range for machine 1 in the output
queue. In BASIC, the input statement

ENTER XXX; Range

passes the value across the bus to the controller and places it in the
variable Range.

Query commands are used to find  out how the instrument is currently
configured. They are also used to get results of measurements made by
the instrument. For example, the command

:MACHINEl:lWAVEFORM:XOTIME?

instructs the instrument to place the X to 0 time in the output queue.

Note
The output queue must be read before the next program message is sent.
For example, when you send the query :TWAVEFORM:XOTIME? you
must follow that with an input statement. In BASIC, this is usually done
with an ENTER statement.

Sending another command before reading the result of the query will
cause the output buffer to be cleared and the current response to be lost.
This will also generate a “QUERY UNTERMINATED” error in the
error queue.

Introduction to Programming an Instrument HP 1662Bll663B
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Program Header Program headers can be sent using any combination of uppercase or
Options lowercase ASCII characters. Instrument responses, however, are always

returned in uppercase.

Both program command and query headers may be sent in either
longform  (complete spelling), shortform (abbreviated spelling), or any
combination of longform  and shortform. Either of the following examples
turns on the headers and longform.

OUTPUT XXX;":SYSTEM:HEAOER  0N;LONGFORM  ON" - longform

OUTPUT XXX;" :SYST:HEAO 0N;LONG  ON" - shortform

Programs written in longform  are easily read and are almost

self-documenting. The shortform syntax conserves the amount of
controller memory needed for program storage and reduces the amount
of I/O activity.

Note d
The rules for shortform syntax are shown in chapter 4 “Programming and
Documentation Conventions.”

Parameter Syntax There are three main types of data which are used in parameters. They
Rules are numeric, string, and keyword. A fourth type, block data, is used only

for five instructions: the DATA and SETup  instructions in the SYSTem
subsystem (see chapter 6); the CATalog,  UPLoad, and DOWNload
instructions in the MMEMory  subsystem (see chapter 7). These syntax
rules also show how data may be formatted when sent back from the
HP 1652B/53B as a response.

The parameter list always follows the instruction header and is separated
from it by white space. When more than one parameter is used, they are
separated by commas. You are allowed to include one or more spaces
around the commas, but it is not mandatory.

HP 1662Bll653B
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Numeric data. For numeric data, you have the option of using
exponent ial  notat ion or  using suff ixes  to  indicate  which uni t  is  being used.
Tables A-l and A-2 in appendix A list all available suffixes.  Do not
combine an exponent with a unit.  The following numbers are all equal:
28 =  0.2SE2  =  2SOe-1  =  2MOOm  =  0.02%.

The base of a number is shown with a prefuL  The available bases are
binary (#B), octal (#Q), hexadecimal (#H) and decimal (default). For
example, #BlllOO  = #Q34  = #HlC  = 28.  You may not specify a
base in conjunction with either exponents or unit suffixes.  Additionally,
negative numbers must be expressed in decimal.

When  a syntax definition specifies that a number is an integer, that means
that the number should be whole. Any fractional part would be ignored,
truncating the number. Numeric parameters which accept fractional
values are called real numbers.

All numbers are expected to be strings of ASCII characters. Thus, when
sending the number 9, you would send a byte representing the ASCII code
for the character “9” (which is 57, or 00111001 in binary). A three-digit
number like 102 would take up three bytes (ASCII codes 49,4S  and 50).
This is taken care of automatically when you include the entire instruction
in a  s t r ing .

String data. String data may be delimited with either single (‘) or double
(“)  quotes. String parameters representing labels are case-sensitive. For
instance,  the labels “Bus A” and “bus a” are unique and should not be used
indiscriminately. Also pay attention to the presence of spaces, since they
act as legal characters just like any other. So the labels “In” and ” In” are
also two separate labels.

Keyword data. In many cases a parameter must be a keyword. The
available keywords are always included with the instruction’s syntax
definition. When sending commands, either the longform or shortform (if
one exists) may be used. Upper-case and lower-case letters may be mixed
freely. When receiving responses, upper-case letters will be used
exclusively. The use of longform or shortform in a response depends on
the setting you last specified via the SYSTem:LONGform command (see
chapter 6).

Introduction to Programming an Instrument
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Instruction Terminator An  instruction is executed after the instruction terminator is received.
The terminator is the NL (New Line) character. The NL character is an
ASCII linefeed character (decimal 10).

Note d
The NL (New Line) terminator has the same function as an EOS (End Of
String) and EOT (End Of Text) terminator.

Selecting Multiple You can send multiple program commands and program queries for
Subsystems different subsystems on the same line by separating each command with a

semicolon. The colon following the semicolon enables you to enter a new
subsystem. For example:

< instruction header > <data > ;:  c instruction header > <data > <terminator >

:MACHINEl:ASSIGNP;:SYSTEM:HEADERS  ON

,I4Note 4
Multiple commands may be any combination of simple, compound and
common commands.

HP 16528/1653B Introduction to Programming an Instrument
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Programming
an Instrument

Initialization To make sure the bus and all appropriate interfaces are in a known state,
begin every program with an initialization statement. BASIC provides a
CLEAR command which clears the interface buffer. If you’re using
HP-IB, CLEAR will also reset the HP 1652B/53B’s parser. The parser is
the program which reads in the instructions which you send it.

After clearing the interface, load a predefmed configuration file from the
disk to preset the instrument to a known state. For example:

OUTPUT XXX;" :MMEMORY:LOAD:CONFIG  'DEFAULT-"'

This BASIC statement would load the configuration file “DEFAULT-”
(if it exists) into the HP 1652B/53B. Refer to the chapter “MMEMory
Subsystem” for more information on the LOAD command.

Note ‘d
Refer to your controller manual and programming language reference
manual for information on initializing the interface.

Introduction to Programming an Instrument
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Example Progrem This program demonstrates the basic command structure used to program
the HP 16XXV53B.

10 CLEAR XXX !Initialize  instrument interface

20 OUTPUT XXX;" :SYSTEM:HEADER  ON" !Turn headers on
30 OUTPUT XXX; ":SYSTEM:LONGFORM  ON" !Turn longfonn on

40 OUTPUT XXX;" :MMEM:LOAD:CONFIG  'TEST-E'" !Load configuration file

50 OUTPUT XXX;":MENU  FORMAT,l" !Select Format menu for machine 1

60 OUTPUT XXX;":RMODE  SINGLE" !Select run mode

70 OUTPUT XXX;":START" !Run  the measurement

Program Overview Line 10 initializes the instrument interface to a known state
Lines 20 and 30 turn the headers and longform  on.
Line 40 loads the configuration file “TEST E” from the disc drive.
Line 50 displays the Format menu for machine 1.
Lines 60 and 70 tell the analyzer to run the measurement configured by
the fde “TEST-E” one time.

Receiving Information After receiving a query (command header followed by a question mark),
from the Instrument the instrument interrogates the requested function and places the answer

in its output queue. The answer remains in the output queue until it is
read or another command is issued. When read, the message is
transmitted across the bus to the designated listener (typically a
controller). The input statement for receiving a response message from
an instrument’s output queue typically has two parameters;the device
address and a format specification for handling the response message.
For example, to read the result of the query command
:SYSTEM:LONGFORM? you could  execute the BASIC statement:

ENTER W Setting

where XXX represents the address of your device. This would  enter the
current setting for the longform  command in the numeric variable Sefting.

HP 1652B/l653B
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Note
All results for queries sent in a program message must be read before
another program message is sent. For example, when you send the query
:MACHINEl:ASSIGN?,  you must follow that query with an input
statement. In BASIC, this is usually done with an ENTER statement.

The format specification for handling the response messages is dependent
on both the controller and the programming language.

Response Header The format of the returned ASCII string depends on the current settings
Options of the SYSTEM HEADER and LONGFORM commands. The general

format is:

c instruction header > <space  > <data  > c terminator >

The header identifies the data that follows (the parameters) and is
controlled by issuing a :SYSTEM:HEADER ON/OFF command. If the
state of the header command is OFF, only  the data is returned by the
query.

The format of the header is controlled by the :SYSTEM:LONGFORM
ON/OFF command. If longform  is OFF, the header will be in its
shortform and the header will vary in length depending on the particular
query. The separator between the header and the data always consists of
one space.

The following examples show some possible responses for a
:MACHINEl:SFORMAT:THRESHOLD2?  query:

l with HEADER OFF:
<data> <terminator>

l with HEADER ON and LONGFORM OFF:
:MACHl:SFOR:THR2 <space  > <data > <terminator z-

l with HEADER ON and LONGFORM ON:
:MACHINEl:SFORMAT:THRESHOLD2 <space>  <data> <terminator>

Introduction to Programming an Instrument HP 16628/1653B
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Note 3

Response Data
Formats

Note d

A command or query may be sent in either longform  or shortform, or in
any combination of longform  and shortform. The HEADER and
LONGFORM commands only control the format of the returned data
and have no effect on the way commands are sent.

Refer to the chapter “System Commands” for information on turning the
HEADER and LONGFORM commands on and off.

Both numbers and strings are returned as a series of ASCII characters, as
described in the following sections. Keywords in the data are returned in
the same format as the header, as specified by the LONGform  command.
Lie the headers, the keywords will always be in upper-case.

The following are possible responses to the “MACHINEl:  TFORMAT:
LAB? ‘ADDR’ ” query.

MACHINEl:TFORMAT:lABEL  “ADDR  “,19.POSITIVE-zterminator~  (Header on;

Longform  on)

MACH1:TFOR:lAB  “ADDR “,lS,POS-zterminator  > (Header on; Longform  off)

“ADDR ‘,19,POSlTlVEcterminator  > (Header off; Longform  on)

“ADDR ‘, lS,POScterminator  > (Header off; Longform  off)

Refer to the individual commands in this manual for information on the
format (alpha or numeric) of the data returned from each query.

HP 1652B/l653B
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String Variables Since there are so many ways to code numbers,  the HP 1652B/53B
handles almost all data as ASCII strings. Depending on your host
language,  you may be able to use other types when reading in responses.

Sometimes i t  is  helpful  to  use s t r ing variables  in  place of  constants  to  send
instructions to the HP 1652B/53B. The example below combines variables
and constants in order to make it easier to switch from MACHINE1  to
MACHINE2. In BASIC, the & operator is used for string concatenation.

10 LET MachineS  = ":MACHINEZ" !Send all instructions to machine 2

20 OUTPUT XXX; MachineS  & ":TYPE STATE" !Make machine a state analyzer

30 ! Assign all labels to be positive
40 OUTPUT XXX; Machine$  & ":SFORMAT:LABEL  'CHAN 1'. POS"

50 OUTPUT XXX; Machine$  & ":SFORMAT:LABEL  'CHAN 2'. POS"

60 OUTPUT XXX; MachineS  & ":SFORMAT:LABEL  'OUT', POS"

99 END

If  you want to observe the headers for queries,  you must bring the
returned data into a string variable. Reading queries into string variables
requires little attention to formatting. For example:

ENTER XXX;Result$

places the output  of  the query in the str ing variable Result%.

Note
d3 In the language used for this book (HP BASIC 4.0), string variables are

case sensitive and must be expressed exactly the same each time they are
used.

The output of the instrument may be numeric or character data
depending on what is queried. Refer to the specific commands for the
formats and types of data returned from queries.

Introduction to Programming an Instrument
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The following example shows logic analyzer data beii returned to a
string variable with headers off:

10 OUTPUT XXX;" :SYSTEM:HEAOER OFF"
20 DIM Rang$[30]

30 OUTPUT XXX;":MACHINEl:TWAVEFORM:RANGE?"

40 ENTER XXX;RangS
50 PRINT Rang$

60 END

After running this program, the controller displays:

+ 1.OOOOOE-05

Numeric Base Most numeric data will be returned in the same base as shown on screen.
When the prefut  #B precedes the returned data, the value is in the bii
base. Likewise, #Q is the octal base and #H is the hexadecimal base. If
no prefa precedes the returned numeric data, then the value is in the
decimal base.

Numeric Variables If your host language can convert from ASCII to a numeric format, then
you can use numeric variables. Turning off the response headers will help
you avoid accidently trying to convert the header into a number.

The following example shows logic analyzer data being returned to a
numeric variable.

10 OUTPUT XXX;":SYSTEM:HEADER  OFF"
20 OUTPUT XXX;": MACHINEl:TWAVEFORM:RANGE?"
30 ENTER XXX;Rang
40 PRINT Rang

50 END

This time the format of the number (such as whether or not exponential
notation is used) is dependant upon your host language. In BASIC, the
output would look like:

l.E-5

HP 16528/1653B
Programming Reference

Introduction to Programming an Instrument
l-15



Definite-Length Block Definite-length block response data allows any type of device-dependent
Response Data data to be transmitted over the system interface as a series of 8-bit  binary

data bytes. This is particularly useful for sending large quantities of data
or 8-bit  extended ASCII codes. The syntax is a pound sign ( # ) followed
by a non-zero digit representing the number of digits in the decimal
integer. After the non-zero digit is the decimal integer that states the
number of 8-bit data bytes being sent. This is followed by the actual data.

For example, for transmitting 80 bytes of data, the syntax would be:

N U M B E R  O F  D I G I T S
T H A T  F O L L O W

A C T U A L  D A T A

i  -
#800000080<eighty  b y t e s  o f  data><terminator>

N U M B E R  O F  B Y T E S
T O  BE TRANSMITTED 1IJBBIBLZZ

Figure 1-2. Definite-length Block Response Data

The “8” states the number of digits that follow, and ‘WOOOO80”  states the
number of bytes to be transmitted.

Note
Indefinite-length block data is not supported on the HI?1652B/53B.

Introduction to Progmmming an Instrument HP 16528/1653B
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Multiple Queries

Note

Instrument Status

HP 16528/1653B

You can send multiple queries to the instrument within a single program
message, but you must also read them back within a single program
message. This can be accomplished by either reading them back into a
string variable or into multiple numeric variables. For example, you could
read the result of the query :SYSTEM:HEADER?;LONGFORM? into
the string variable Results$  with the command:

ENTER XXX: Results$

When you read the result of multiple queries into string variables, each
response is separated by a semicolon. For example, the response of the
query :SYSTEM:HEADER?:LONGFORM? with HEADER and
LONGFORM  on would be:

:SYSTEM:HEADERl;:SYSTEM:LONGFORMl

If you do not need to see the headers when the numeric values are
returned, then you could use following program message to read the query
:SYSTEM:HEADERS?;LONGFORM? into multiple numeric variables:

ENTER XXX; Resultl. Result2

When you are receiving numeric data into numeric variables, the headers
should be turned off. Otherwise the headers may cause misinterpretation
of returned data.

Status registers track the current status of the instrument. By checking the
instrument  s tatus,  you can find out whether an operation has been
completed, whether the instrument is receiving triggers, and more.
Appendix B,  “Status Report ing,” explains how to check the status of  the
instrument.

Introduction to Programming an Instrument
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Programming Over HP-IB 2
Introduction This section describes the interface functions and some general concepts

of the HP-IB. In general, these functions are defined by IEEE 488.1
(HP-IB bus standard). They deal with general bus management issues, as
well  as messages which can be sent  over the bus as bus commands.

Interface
Capabilities

The interface capabilities of the HP 1652B/53B, as defined by IEEE 488.1
are SHl,  AHl,  T5,  TEO, L3, LEO, SRl,  RLl, PPl, DCl,  DTl,  CO, and E2.

Command and The HP-IB has two modes of operation: command mode and data mode.

Data Concepts The bus is in command mode when the ATN line is true. The command
mode is  used to send talk and l is ten addresses and various bus commands,
such as a group execute trigger (GET). The bus is in the data mode when
the ATN line is false. The data mode is used to convey device-dependent
messages across the bus.  These device-dependent messages include all  of
the instrument commands and responses found in chapters 5 through 27
of this manual.

Addressing By using the front-panel I/O and SELECT keys, the HP-IB interface can
be placed in either talk only mode “Printer connected to HP-IB” or
addressed talk/listen mode “Controller connected to HP-IB” (see “I/O
Port Configuration” in Chapter 5 of the HP 1652BIHP 16538  Front-Panel
Reference manual Talk only mode must be used when you want the
instrument to talk directly to a printer without the aid of a controller.
Addressed talk/listen mode is used when the instrument will operate in
conjunction with a controller. When the instrument is in the addressed
talk/listen mode, the following is true:

l Each device on the HP-IB resides at a particular address ranging
from 0 to 30.

l The active controller specifies which devices will talk, and which
will listen.

l An instrument, therefore, may be talk addressed, listen addressed,
or unaddressed by the controller.

HP 16528/16538
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If the controller addresses the instrument to talk, it will remain configured
to talk until it receives an interface clear message (IFC), another
instrument’s talk address (OTA), its own listen address (MIA), or a
universal untalk (UNT) command.

If the controller addresses the instrument to listen, it will remain
configured to listen until it receives an interface clear message (IFC) its
own talk address (MTA), or a universal unlisten (UNL) command.

Communicating s ince  HP-IB can address multiple devices through the same interface

Over the HP-IB card, the device address passed with the program message must include

Bus (HP 9000
not only the correct instrument address, but also the correct interface
c o d e .

Series 200/300
Controller) Interface Select Code (Selects Interface). Each interface card has its own

interface select code. This code is used by the controller to direct
commands and communications to the proper interface. The default is
always “7”  for HP-IB controllers.

Instrument Address (Selects Instrument). Each instrument on the
HP-IB port must have a unique instrument address between decimal 0
and 30. The device address passed with the program message must
include not only the correct instrument address, but also the correct
interface select code.

DEVICE ADDRESS = (Interface Select Code) X 100 + (Instrument Address)

For example, if the instrument address for the HP 1652B/53B is 4 and the
interface select code is 7, when the program message is passed, the
routine performs its function on the instrument at device address 704.

Local, Remote, The local, remote, and remote with local lockout modes may be used for

and Local various degrees of front-panel control while a program is running. The

Lockout
instrument will accept and execute bus commands while in local mode,
and the front panel will also be entirely active. If the HP 1652B/53B is in
remote mode, the instrument will go from remote to local with any front
panel activity. In remote with local lockout mode, all controls (except the
power switch) are entirely locked out. Local control can only be restored
by the controller.

Programming Over HP-IB HP 16528/1653B
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Note
Cycling the power will also restore local control, but this will also reset
certain HP-IB states.

The instrument is placed in remote mode by setting the REN (Remote
Enable) bus control line true, and then addressing the instrument to
listen. The instrument can be placed in local lockout mode by sending the
local lockout (LLO) command (see SYSTem:LOCKout in chapter 6).
The instrument can be returned to local mode by either setting the REN
line false, or sending the instrument the go to local (GTL) command.

Bus Commands

Device Clear

Group Execute
Trigger (GET)

Interface Clear (IFC)

HP 16526/l  6536 Programming Over HP-IB
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The following commands are IEEE 488.1 bus commands (ATN true).
IEEE 488.2 defmes many of the actions which are taken when these
commands are received by an instrument.

The device clear (DCL) or selected device clear (SDC) commands clear
the input and output buffers, reset the parser, clear any pending
commands, and clear the Request-OPC flag.

The group execute trigger command will cause the same action as the
START command for Group Run: the instrument will acquire data for
the active waveform and l ist ing display(s) ,

This command halts all bus activity. This includes unaddressing all
listeners and the talker, disabling serial poll on all devices, and returning
control to the system controller.



Programming Over RS-232C

Introduction This section describes the interface functions and some general  concepts
of the RS-232C. The RS-232C interface on this instrument is
Hewlett-Packard’s implementation of EIA Recommended Standard
RS-232C,  “Interface Between Data Terminal Equipment and Data
Communications Equipment Employing Serial Binary Data Interchange.”
With this interface, data is sent one bit at a time and characters are not
synchronized with preceding or subsequent data characters.  Each
character is sent as a complete entity without relationship to other events.

Interface
Operation

The HP 1652B/53B can be programmed with a controller over RS-232C
us ing  e i the r  a minimum three-wire or extended hardwire  interface. The
operation and exact connections for these interfaces are described in
more detail in the following sections. When you are programming an
HP 1652B/53B over RS-232C with a controller, you are normally
operating directly between two DTE (Data Terminal Equipment) devices
as compared to operating between a DTE device and a DCE (Data
Communications Equipment) device.

When operating directly between two DTE  devices, certain
considerations must be taken into account. For three-wire operation,
XON/XOFF  must be used to handle protocol between the devices. For
extended hardwire  operation, protocol may be handled either with
XON/XOFF  or by manipulating the CTS and RTS lines of the RS-232C
link. For both three-wire and extended hardwire  operation, the DCD and
DSR inputs to the HP 1652B/53B must remain high for proper operation.

With extended hardwire  operation, a high on the CI’S input allows the HP
1652B/53B to send data and a low on this line disables the HP 1652B/53B
data transmission. Likewise, a high on the RTS line allows the controller
to send data and a low on this line signals a request for the controller to
disable data transmission. Since three-wire operation has no control over
the CTS input, internal pull-up resistors in the HP 1652B/53B assure that
this line remains high for proper three-wire operation.

HP 16528/l  6538 Programming Over RS-232C
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Cables Selecting a cable for the RS-232C interface is dependent on your specific
application. The following paragraphs describe which lines of the
HP 1652B/53B  are used to control the operation of the RS-232C relative
to the HP 1652B/53B.  To locate the proper cable for your application,
refer to the reference manual for your controller. This manual should
address the exact method your controller uses to operate over the
RS-232C bus.

Minimum With a three-wire interface, the software (as compared to interface

Three-Wire
Interface with
Software
Protocol

hardware) controls the data flow between the HP 1652B/53B and the
controller. This provides a much simpler connection between devices
since you can ignore hardware handshake requirements. The
HP 1652B/53B  uses the following connections on its RS-232C interface for
three-wire communication:

l Pin 7 SGND (Signal Ground)
l Pin 2 TD (Transmit Data from HP 1652B/53B)
l Pin 3 RD (Receive Data into HP 1652B/53B)

The TD (Transmit Data) line from the HP 1652B/53B must connect to the
RD (Receive Data) line on the controller.‘Likewise,  the RD line from the
HP 1652B/53B  must connect to the TD line on the controller. Internal
pull-up resistors in the HP 1652B/53B assure the DCD, DSR, and CIS
lines remain high when you are using a three-wire interface.

Note
The three-wire interface provides no hardware means to control data flow
between the controller and the HP 1652B/53B. XON/OPP  protocol is the
only means to control this data flow.

Programming Over RS-232C
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Extended With the extended interface, both the software and the hardware can
Interface with control the data flow between the HP 1652B/53B and the controller. This

Hardware
Handshake

allows you to have more control of data flow between devices. The
HP 1652B/53B  uses the following connections on its RS-232C interface for
extended interface communication:

l Pin 7 SGND (Signal Ground)
l Pm 2 TD (Transmit Data from HP 1652B/53B)
l Pin 3 RD (Receive Data into HP 1652B/53B)

The additional lines you use depends on your controller’s implementation
of the extended hardwire  interface.

l Pin 4 RTS (Request To Send) is an output from the
HP 1652B/53B which can be used to control incoming data flow.

l Pin 5 CTS (Clear To Send) is an input to the HP 1652B/53B
which controls data flow from the HP 1652B/53B.

l Pm 6 DSR (Data Set Ready) is an input to the HP 1652B/53B
which controls data flow from the HP 1652B/53B within two bytes.

l Pin 8 DCD (Data Carrier Detect) is an input to the HP
1652B/53B which controls data flow from the HP 1652B/53B within
two bytes.

l Pin 20 DTR (Data Terminal Ready) is an output from the
HP 1652B/53B which is enabled as long as the HP 1652B/53B is
turned on.

The TD (Transmit Data) line from the HP 1652B/53B must connect to the
RD (Receive Data) line on the controller. Likewise, the RD line from the
HP 1652B/53B must connect to the TD line on the controller.

HP 16528/1653B
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The RTS (Request To Send), is an output from the HP 1652B/53B which
can be used to control incoming data flow. A true on the RTS line allows
the controller to send data and a false on this line signals a request for the
controller to disable data transmission.

The CTS (Clear To Send), DSR (Data Set Ready), and DCD (Data
Carrier Detect) lines are inputs to the HP 1652B/53B which control data
flow from the HP 1652B/53B (Pin 2). internal pull-up resistors in the
HP 1652B/53B assure the DCD and DSR lines remain high when they are
not connected. If DCD or DSR are connected to the controller, the
controller must keep these lines and the CTS line high to enable the
HP 1652B/53B to send data to the controller. A low on any one of these
lines will disable the HP 1652B/53B data transmission. Dropping the CTS
line low during data transmission will stop HP 1652B/53B data
transmission immediately. Dropping either the DSR or DCD line low
during data transmission will stop HP 1652B/53B data transmission, but as
many as two additional bytes may be transmitted from the HP 1652B/53B.

Cable Example Fiie 3-l is an example of how to connect the HP 1652B/53B to the
HP 9S62SA  Interface card of an HP 9000 series 2W3OO  controller. For
more information on cabling, refer to the reference manual for your
specific controller.

Note
I(4 Since this example does not have the correct connections for hardware

handshake, XON/XOFP  protocol  must  be used when connecting the
HP 1652B/53B as shown in figure 3-l

Programming Over RS232C
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Configuring the The front-panel I/O menu key allows you access to the RS-232C
Instrument Configuration menu where the RS-232C interface is configured.

Interface If you are not familiar with how to conf’iie  the RS-232C interface, refer
to the HP 165281538  Front-panel Reference manual.

Interface
Capabilities

The baud rate, stop bits, parity, protocol, and data bits must be configured
exactly the same for both the controller and the HP 1652B/53B to
properly communicate over the RS-232C bus. The HP 1652B/53B
RS-232C  interface capabilities are listed below:

l Baud Rate: 110,300,600,1200,2400,4800,9600,  or 19.2 k
l Stop Bits: 1, 1.5, or 2
l Parity: None, Odd, or Even
l Protocol: None or XON/XOPP
l Data Bits: 8

Protocol NONE. With a three-wire interface, selecting NONE for the protocol
does not allow the sending or receiving device to control data flow. No
control over the data flow increases the possibility of missing data or
transferring incomplete data.

With an extended hardwire  interface, selecting NONE allows a hardware
handshake to occur. With hardware handshake, hardware signals control
data flow.

XON/XOFF.  XON/XOPP  stands for Transmit On/Transmit Off. With
this mode the receiver (controller or HP 1652B/53B)  controls data flow
and can request that the sender (HP 1652B/53B or controller) stop data
flow. By sending XOPP  (ASCII 19) over its transmit data line, the
receiver requests that the sender disables data transmission. A
subsequent XON (ASCII 17) allows the sending device to resume data
transmission.

Programming Over RS-232C
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Data Bits

Note d

Data bits are the number of bits sent and received per character that
represent the binary code of that character. Characters consist of either 7
or 8 bits, depending on the application. The HP 1652B/53B supports 8 bit
only.

8 Bit Mode. Information is usually stored in bytes (8 bits at a time). With
8-bit  mode, you can send and receive data just as it is stored, without the
need to convert the data.

The controller and the HP 1652B/53B must be in the same bit mode to
properly communicate over the RS-232C. This means that both the
controller and the HP 1652B/53B  must have the capability to send and
receive 8 bit data.

For more information on the RS-232C interface, refer to the
HP 1652BlHP  1653B Front-Panel Reference Manual. For information on
RS-232C voltage levels and connector pinouts,  refer to the HP 165281538
Service Manual.

Communicating Each RS-232C interface card has its own interface select code. This code
Over the. is used by the controller to direct commands and communications to the

RS-232C Bus
proper interface by specifying the correct interface code for the device
address.

(HP 9000
Series 200/300 Generally, the interface select code can be any decimal value between 0

Controller)
and 31, except for those interface codes which are reserved by the
controller for internal peripherals and other internal interfaces. This
value can be selected through switches on the interface card. For more
information, refer to the reference manual for your interface card or
controller.

For example, if your RS-232C interface select code is 9, the device
address required to communicate over the RS-232C bus is 9.

Programming Over RS-232C HP 16528/l  6538
3-6 Programming Reference



Lockout
Command

To lockout the front panel controls use the SYSTem command LOCKout.
When this function is on, all controls (except the power switch) are
entirely locked out. Local control can only be restored by sending the
command :LOCKout  OFF. For more information on this command see
the chapter “System Commands” in this manual.

Note ”3
Cycling the power will also restore local control, but this will also reset
certain RS-232C states.

HP 16528/16538 Programming Over AS-232C
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Programming and
Documentation Conventions

4

Introduction This section covers the progr amming conventions used in programming
the instrument, as well as the documentations conventions used in this
manual. This chapter also contains a detailed description of the command
tree and command tree traversal.

Truncation Rllk The truncation rule for the keywords used in headers and parameters is:

If the longform  has four or fewer characters, there is no change in the
shortform. When the longform  has more than four characters the
shortfonn is just the first four characters, unless the fourth character is
a vowel. In that case only the first three characters are used.

Note
There are some commands that do not conform to the truncation rule by
design. These will be noted in their respective description pages.

Some examples of how the truncation rule is applied to various commands
are shown in table 4-1.

HP 16528/1653B
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Longform Shortform

OFF OFF
DATA DATA
START STAR
LONGFORM LONG
DELAY DEL
ACCUMULATE ACC

Table 4-l. Keyword Truncation

Programming and Documentation Conventions
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Infinity The representation of infinity is 9.9E  + 37 for real numbers and 32767 for
Representation integers. This is also the value returned when a measurement cannot be

made.

Sequential and IEEE 488.2 makes the distinction between sequential and overlapped

Overlapped commands. Sequential commands finish  their task before the execution of

Commands
the next command starts. Overlapped commands run concurrently, and
therefore the command following an overlapped command may be started
before the overlapped command is completed. The overlapped commands
for the HP 1652B/53B are STARt,  STOP, and AUToscale.

Response
Generation

IEEE 488.2 defines two times at which query responses may be buffered.
The first is when the query is parsed by the instrument and the second is
when the controller addresses the instrument to talk so that it may read
the response. The HP 1652B/53B  will buffer responses to a query when it
is parsed.

syntax  Diagrams At the be-g of each of the following chapters are syntax diagrams
showing the proper syntax for each command. All characters contained in
a circle or oblong are literals, and must be entered exactly as shown.
Words and phrases contained in rectangles are names of items used with
the command and are described in the accompanying text of each
command. Each line can only be entered from one direction as indicated
by the arrow on the entry line. Any combination of commands and
arguments that can be generated by following the lines in the proper
direction is syntactically correct. An argument is optional if there is a
path around it. When there is a rectangle which contains the word
“space,” a white space character must be entered. White space is optional
in many other places.

Programming and Documentation Conventions HP 16528/1653B
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Notation The fol lowing conventions are used in this  manual  when describing
Conventions  and  Programming  rules ~de~ples:

Definitions <>

:: =

. . .

[I

0

Angular brackets enclose words or characters that are used
to symbolize a program code parameter or a bus command.

“is defined as.” For example, A :: = B indicates that A
can be replaced by B in any statement containing A .

“or”: indicates a choice of one element from a list. For
example, A 1 B indicates A or B, but not both.

An ellipsis (trailing dots) is used to indicate that the
preceding element may be repeated one or more times.

Square brackets indicate that the enclosed items are optional.

When several i tems are enclosed by braces and separated
by 1 s,  one, and only one of these elements must be selected.

Three Xs after an ENTER or OUTPUT statement
represent the device address required by your controller.

In addition, the following definition is used:

<NL> :: = Linefeed (ASCII decimal 10).

HP 16!528/1653B
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The Command The command tree (figure 4-l) shows all commands in the HP 1652B/53B

Tree logic analyzers and the relationship of the commands to each other.
Parameters are not shown in this figure. The command tree allows you to
see what the HP 1652B/53B’s parser expects to receive. All legal headers
can be created by traversing down the tree, adding keywords until the end
of a branch has been reached.

Command Types As shown in chapter l’s “Header Types” section, there are three types of
headers. Each header has a corresponding command type. This section
shows how they relate to the command tree.

System Commands. The system commands reside at the top level of the
command tree. These commands are always parsable  if they occur at the
beginning of a program message, or are preceded by a colon. START and
STOP are examples of system commands.

Subsystem Commands. Subsystem commands are grouped together
under a common node of the tree, such as the MMEMORY commands.

Common Commands. Common commands are independent of the tree,
and do not affect the position of the parser within the tree. *CLS and
+RST are examples of common commands.

Tree Traversal Rules Command headers are created by traversing down the command tree. For
each group of keywords not separated by a branch, one keyword must be
selected. As shown on the tree, branches are always preceded by colons.
Do not add spaces around the colons. The following two rules apply to
traversing the tree:

A leading colon (the first character of a header) or a < terminator >
places the parser at the root of the command tree.

Executing a subsystem command places you in that subsystem (until a
leading colon or a < terminator > is found). The parser will stay at the
colon above the keyword where the last header terminated. Any
command below that point can be sent within the current program
message without sending the keywords(s) which appear above them.

Programming and Documentation Conventions
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Examples

Example 1

Example 2

Example 3

HP 16!528/1653B
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The following examples are written using HP BASIC 4.0 on a HP !%OO
Series 2W300  Controller. The quoted string is placed on the bus,
followed by a carriage return and linefeed (CRLF).

The three Xs  (XXX) shown in this manual after an ENTER or OUTPUT
statement represents the device address required by your controller.

OUTPUT XXXf:SYSTEM:HEADER  0N;LONGFORM  ON”

In example 1, the colon between SYSTEM and HEADER is necessary
since SYSTEM:HEADER  is a compound command. The semicolon
between the HEADER command and the LONGFORM  command is the
required < program message unit separator > . The LONGFORM
command does not need SYSTEM preceding it, since the
SYSTEM:HEADER command sets the parser to the SYSTEM node in
the tree.

OUTPUT XXX;“:MMEMOFlY:INITlALlZE;STORE  ‘FILE-‘,‘FILE  DESCRIPTION”’

or

OUTPUT XXX;“:MMEMORY:INITlALlZE”
OUTPUT XXX;“:MMEMORY:STORE  ‘FILE-‘,‘FILE  DESCRIPTION”’

In the frrst  line of example 2, the “subsystem selector” is implied for the
STORE command in the compound command. The STORE command
must be in the same program message as the INITIALIZE command,
since the -z  program message terminator > will place the parser back at
the root of the command tree.

A second way to send these commands is  by placing “MMEMORY:”
before the STORE command as shown in the fourth line of example 2.

OUTPUT ~“:MMEM:CATALOG?;:SYSTEM:PRlNT  ALL”

In example 3, the leading colon before SYSTEM tells the parser to go
back to the root of the command tree. The parser can then see the
SYSTEM:PRINT command.
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Figure 4-i. HP 16!528/53B  Command Tree
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Figure 41. HP 16528/53B  Command Tree (continued)
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Table 4-2. Alphabetic Command Cross-Reference

Command Where used Command Where used

ACCumulate SCHart,  SWAVeform, GLITch TIRacc
TWAVeform HA2cis SCHart

ALL MEASure HEADer System
AMODe ‘ITRace INITialize MMEMory
ARM MACHine INSert SWAVeform, TWAVeforn
ARMBnc System KEY System
ASSign MACHine LABel SFORmat, TFORmat
AUToload MMEMory LER System
AUToscale MACHine,  SCOPe LEVel TRIGger
BASE SYMBol LINE DLISt,  SLISt
BRANch STRace LOAD MMEMory
CATalog MMEMory LOCKout System
CLOCk SFORmat LONGform System
CMASk COMPare MASTer SFORmat
COLumn DLISt,  SLISt MENU System
COPY COMPare, MMEMory MESE System
COUNt ACQuire,  WAVeform MESR System
COUPling CHANnel MMODe SLISt
CPERiod SFORmat MODE TIMebase,  TRIGger
DATA COMPare, SLISt, System, NAME MACHine

WAVEform NWIDth MEASure
DELay SWAVeform, TIMebase, OCONdition TWAVeform

TWAVeform OFFSet CHANnel
DOWNload MMEMory OPATtem SLISt
DSP System MMODe TWAVeform
DURation TIXace OPATtem TWAVeform
EDGE 7TRacc OSEarch SLISt, TWAVeform
ERRor System OSTate SLIS&  WL1st
FALLtime MEASure OTAG SLISt
FIND COMPare, STRace OTIMe TWAVeform, WLISt
FORMat WAVeform OVERshoot MEASure
FREQuency MEASure PACK MMEMory (
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Table 42. Alohabetic  Command Cross-Reference (continued)

Command Where  used

PATTern
PERiod
POINts
PPOWer
PREamble
PREShoot
PREStore
PRINt
PROBe
PURGe
PWIDth
RANGe

RECord
REMove

REName
RESTart
RISetime
RMODe
RUNTil

SEQuence
SETup
SLAVe
SLOPe
SMODe
SOURce

SPERiod
STARt
STOP

SYMBol, TRace
MEASure
WAVeform
System
WAVeform
MEASure
STRace
System
CHANnel
MMEMory
MEASure
CHANnel,  COMPare,
STRace, SWAVeform,
SYMBol, TIMebase,

TWAVeform
WAVeform
SFORmat, SWAVeform,
Symbol ,  TFORmat,
TWAVeform
MMEMory
STRace
MEASure
System
COMPare,  SLISt,
WAVeform
STRace
System
SFORmat
TRIGger
SCOPe
MEASure, TRIGger,
WAVeform
TWAVeform
System
System

Command Where used

STORe
TAG
TAVerage
TERM
THReshold
TMAXiIIlunl
TMINimum
TYPE

UPLoad
VALid
VAMPlitude
VAXk
VBASe

VMIN
VPP
VRUNs
VTOP
WIDTh
XCONdition
XINCrement
XORigin
XOTag
XOTime
XPATtem
XREFerence
XSEarch
XSTate
XTAG
XTIMe
YINCrement
YORigin
YREFerence

MMEMory, STRace
STRace
SLISt, TWAVeform
STRace
SFORmat, TFORmat
SLISt, TWAVeform
SLISt, TWAVeform
ACQuire,  MACHine,
WAVeform
MMEMory
WAVeform
MEASure
SCHart
MEASure
MEASure
MEASure
MEASure
SLISt, TWAVeform
MEASure
SYMBol
TWAVeform
WAVeform
WAVeform
SLISt
TWAVeform
SLISt, TWAVeform
WAVeform
SLISt, TWAVeform
SLISt, WL1st
SLISt
TWAVeform, WLISt
WAVeform
WAVeform
WAVeform

3
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Command Set
Organization

The command set for the HP 1652B/53B logic analyzer is divided into 24
separate groups: common commands, system commands and 22 sets of
subsystem commands. Each of the 24 groups of commands is described in
the following chapters. Each of the chapters contain a brief description of
the subsystem, a set  of  syntax diagrams for  those commands,  and f inal ly,
the commands for that subsystem in alphabetical order. The commands
are shown in the longform and shortform using upper and lowercase
letters. As an example AUToload  indicates that the longform of the
command is AUTOLOAD  and the shortform of the command is AUT.
Each of the commands contain a description of the command and its
arguments, the command syntax, and a programming example.

Subsystems There are 19 subsystems in this instrument. In the command tree (figure
4-l) they are shown as branches,  with the node above showing the name of
the subsystem. Only one subsystem may be selected at  a  t ime.  At power
on, the command parser is set to the root of the command tree, and
therefore no subsystem is  selected.  The 22 subsystems in the
HP 1652B/53B are:

l

l

l

l

l

l

l

l

l

l

l

l

l

l

l

l

l

.

l

SYSTem  - controls some basic functions of the instrument.
MMEMory  - provides access to the internal disk drive.
DLISt  - a l lows access  to  the dual  l is t ing funct ion of  two s tate
analyzers.
WLISt - allows access to the mixed (timing/state) functions.
MACHine  - provides access to analyzer functions and subsystems.
SFORmat  - allows access to the state format functions.
STRace  - al lows access to the state trace functions.
SLISt - a l lows access  to  the s ta te  l is t ing funct ions.
SWAVeform - al lows access to the state waveforms functions.
SCHart  - al lows access to the state chart  functions.
COMPare  - allows access to the compare functions.
TFORmat  - allows access to the timing format functions.
‘ITRace  - allows access to the timing trace functions.
TWAVeform  - al lows access to the t iming waveforms funct ions.
SYMBol - a l lows access to the symbol specif icat ion funct ions.
SCOPe  - provides access to osci l loscope funct ions and subsystems.
CI-IANnel - provides access to the vert ical  axis of the oscil loscope
TRIGger  - allows control of the trigger conditions
ACQuire  - al lows changes to the set t ings for  the DIGitize
command.

Programming and Documentation Conventions HP 16528/1653B
4-10 Programming Reference



l TIMebase  - allows control of the timebase  (horizontal axis) of the
oscilloscope.

l WAVeform  - allows access to data transfer commands.
l MEASure  - allows you to control automated measurements.

Program
Examples

The program examples given for each command in the following chapters
and appendices were written on an HP 9000 Series m/300  controller
using the HP BASIC 4.0 language. The programs always assume a generic
address for the HP 1652/53B of XXX.

In the following examples, special attention should be paid to the ways in
which the command and/or query can be sent. Keywords can be sent
using either the longform  or shortform (if one exists for that word). With
the exception of some string parameters, the parser is not case-sensitive.
Upper-case (capital) and lower-case (small) letters may be mixed freely.
System commands like HEADer  and LONGform  allow you to dictate
what forms the responses take, but have no affect on how you must
structure your commands and queries.

The following commands all set Timing Waveform Delay to 100 ms.

l keywords in longform, numbers using the decimal format.

OUTPUT XXX:":MACHINEl:TWAVEFORM:OELAY  .l"

l keywords in shortform, numbers using an exponential format.

OUTPUT XXX;":MACHl:TWAV:OEL  lE-1”

l keywords in shortform using lower-case letters, numbers using a
SUffiX.

OUTPUT XXX;":machl:twav:del 10Qns"

Note
In these examples, the colon shown as the first character of the command
is optional on the HP 1652B/53B.

The space between DELay and the argument is required.

HP 1662B/l653B Programming and Documentation Conventions
4-11



Common Commands 5
Introduction The common commands are defined by the IEEE 488.2 standard. These

commands will be common to all instruments that comply with this
standard.

The common commands control some of the basic instrument functions,
such as instrument identification and reset, how status is read and cleared,
and how commands and queries are received and processed by the
instrument.

Common commands can be received and processed by the HP 1652B/53B
whether they are sent over the bus by themselves or as part of a
multiple-command string. If an instrument subsystem has been selected
and a common command is received by the instrument, the instrument will
remain in the selected subsystem. For example, if the instruction

“:MMEMORY:INITlALlZE;‘CLS;  STORE ‘FILE_‘,‘DESCRIPTION”’

is received by the instrument, the instrument will initialize the disk and
store the file; and clear the status information. This would not be the case
if some other type of command were received within the program
message. For example, the program message

‘:MMEMORY:INITlALlZE;:SYSTEM:HEADERS  0N:MMEMORY
:STORE  ‘FI1E_‘;DESCRIPTlON’”

would initialize the disk, turn headers on, then store the file. In this
example :MMEMORY must be sent again in order to reenter the
mmemory subsystem and store the file.

HP 1652B/l653B Common Commands
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Each status register has an associated status enable (mask) register. By
setting the bits in the mask value you can select the status information you
wish to use. Any status bits that have not been masked (enabled in the
enable register) will not be used to report status summary information to
bits in other status registers.

Refer to appendix B, “Status Reporting,” for a complete discussion of how
to read the status registers and how to use the status information available
from this instrument.

Refer to figure 5-l  for the common commands syntax diagram.

c

mask = An integer, 0 through 255. 73is  number is the sum of all the bits in
the mask corresponding to conditions that are enabled. Refer to the
*ESE and *SRE commandr  for bit definitions in the enable registerA.

Figure 5-l. Common Commands Syntax Diagram

Common Commands
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“CLS

“CLS

Command Syntax:

Example:

Note u
I’

HP 1652Bll6536

(Clear Status) command

The *CLS common command clears the status data structures, including
the device defined error queue. If the l CLS command immediately
follows a <terminator > , the output queue and the MAV (Message
Available) bit will be cleared.

'CLS

OUTPUT XXX;"*CLS"

Refer to appendix B, “Status Reporting,” for a complete discussion of
status.

Common Commands
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*ESE

*ESE (Event Status Enable) command/query

Note rl
4

The *ESE command sets the Standard Event Status Enable Register bits.
The Standard Event Status Enable Register contains a mask value for the
bits to be enabled in the Standard Event Status Register. A one in the
Standard Event Status Enable Register will enable the corresponding bit
in the Standard Event Status Register. A zero will disable the bit. Refer
to table 4-l for information about the Standard Event Status Enable
Register bits, bit weights, and what each bit masks.

The *ESE query returns the current contents of the enable register.

Refer to appendix B, “Status Reporting,” for a complete discussion of
status.

Command SyntaX: *ESE  <mask  >

where:

-z mask z :: = integer from 0 to 255

Example: OUTPUT XXX;"*ESE  32"

In this example, the *ESE 32 command will enable CME (Command
Error), bit 5 of the Standard Event Status Enable Register. Therefore,
when a command error occurs, the event summary bit (ESB) in the Status
Byte Register will also be set.

Common Commands
6-4

HP 16528/16538
Programming Reference



*ESE

Qlle~+ttU:  *ESE?

&WrwClFo~t:  cmask><NL>

Example: 10 DIM Event$[lOO]

20 OUTPUT XXX;"*ESE?"
30 ENTER XXX;Event$

40 PRINT EventJ
50 END

Table 51. Standard Event Status Enable Register

B i t

I
Weight

128
64
32
16
8
4
2
1 t

Enables

PON - Power On
URQ - User Request
ChE - Command Error
EXE - Execution Error
DDE - Device Dependent Error
QYE - Query Error
RQC - Request Control
OPC - Operation Complete

High- enables the ESR bit

HP 16526/16538 Common Commands
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*ESR

*ESR (Event Status Register) query

The *ESR query returns  the contents of the Standard Event Status
Register. Reading the register clears the Standard Event Status Register.

Note ”4
The bits iu this register must be set by sending the *ESE command before
sending the *ESR query (see “*ESE command/query”  on page 5-4).

QUefy Syntax: *ES??

Returned Format: -Z status > c NL >

where:

<status > :: = integer from 0 to 255

Example: 10 DIM Esr-event$[lOO]
20 OUTPUT XXX;"*ESR?"
30 ENTER XXX;Esr-events
40 PRINT Esr-events

50 END

With the example, if a command error has occurred the variable
“Esr-event”  will have bit 5 (the CME bit) set.

Table 4-2 shows the Standard Event Status Register. The table shows
each bit in the Standard Event Status Register, and the bit weight. When
you read Standard Event Status Register, the value returned  is the total bit
weights of all bits that are high at the time you read the byte.

Common Commands
5-6
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*ESR

Table 52. The Standard Event Status Register.

BIT
WEErr NEE

CONDITION
--

7 128 PON 0 = Register read - not in power up mode
1 = Power up

6 64 URQ 0 = user request - not used - always zero
5 32 CME 0 = no command errors

1 = a command error has been detected
4 16 EXE 0 = no execution errors

1 = an execution error has been detected
3 8 DDE 0 = no device dependent errors

1 = a device dependent error has been detected
2 4 Q Y E 0 = no query errors

1 = a query error has been detected
1 2 RQC 0 = request control - NOT used - always 0
0 1 OPC 0 = operation is not complete

1 = operation is complete

=: False = Low
1 =: True = High

Common Commands
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“IDN

*IDN (Identification Number) query

The *IDN? query allows the instrument to identify itself. It returns the
string:

"HEWLETT-PACKARD.l6526,D,REV  <revision code>”

An *IDN? query must be the last query in a message. Any queries after
the *IDN? in the program message will be ignored.

Query Syntax: l lDN?

Returned Format: HEWLETT-PACKARD,1652B,O,REV  <revision code>

where:

<revision code > : :  =  f o u r - d i g i t  code  r e p r e s e n t i n g  R O M  r e v i s i o n

Example: 10 DIM Id$[lOO]
20 OUTPUT XXX;"*ION?"
30 ENTER XXX;Id$

40 PRINT Idf
50 END

Common Commands
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*opt

*opt (Operation Complete) command/query

The *OPC command will cause the instrument to set the operation
complete bit in the Standard Event Status Register when all pending
device operations have finished. The commands which affect this bit are
the Overlapped Commands. An Overlapped Command is a command
that allows execution of subsequent commands while the device
operations initiated by the Overlapped Command are still in progress.
The overlapped commands for the HP 1652B/53B are:

STARt
STOP

AUToscale

The * OPC query places an ASCII “1” in the output queue when all
pending device operations have been completed.

Command Syntax: l OPC

Example: OUTPUT XXX;"*OPC"

Query Syntax: l opc7

Returned Format: i < Nb

Example: 10 DIM Status$[lOO]
20 OUTPUT XXX;"*OPC?"
30 ENTER XXX;Status$
40 PRINT StatusJ

50 END

HP 1052B/1653B
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“RST

“RST (Reset) command

The *RST command (488.2) sets the HP 1652B/53B  to the power-up
default settings as if no autoload  file  was present.

Command Syntax: *RST

Example: OUTPUT XXX;"*RST"

Common Commands
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*SRE

*SRE (Service Request Enable) command/query

The *SRE command sets the Service Request Enable Register bits. The
Service Request Enable Register contains a mask value for the bits to be
enabled in the Status Byte Register. A one in the Service Request Enable
Register will enable the corresponding bit in the Status Byte Register. A
zero will disable the bit. Refer to table 5-3 for the bits in the Service
Request Enable Register and what they mask.

The *SRE query returns the current value.

Note  d status.
Refer to appendix B, “Status Reporting,” for a complete discussion of

Command Syntax: *sRE c mask >

where:

c mask > :: = integer from 0 to 255

Example: OUTPUT XXX; “*SRE 16”

This example forces the h4AV bit high (see table 5-3).

HP 16528/l  6538
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*SRE

Query Syntax: l sw

RetUrrled  Format: c mask > c  NL>

where:

-Z  mask > : :  =  s u m  o f  a l l  b i t s  t h a t  a r e  s e t  - 0  t h r o u g h  2 5 5

Example: 10 DIM Sre-value$[lOO]
20 OUTPUT XXX;"*SRE?"

30 ENTER XXX;Sre-value$

40 PRINT Sre-value$

50 END

Table 6-3. HP 16528/53B Service Request Enable Register

Bit

15-B
7
6
5
4
3
2
1
0

Weight Enables

128
64
32
1 6
8
4
2
1

not used
not used
MSS - Master Summary Status
ESB - Event Status
MAV - Message Available
LCL - Local
not used
not used
MSB - Module Summary

Common Commands HP 16528/l  6538
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“ST6

*STB (Status Byte) query

The *SIB query returns the current value of the instrument’s status byte.
The MSS (Master Summary Status) bit and not RQS (Request Service)
bit is reported on bit 6. The MSS indicates whether or not the device has
at least one reason for requesting service. Refer to table 5-4 for the
meaning of the bits in the status byte.

Note aI?e Refer to appendix B, “Status Reporting,” for a complete discussion of
status.

Query Syntax: *sm

Returned Format: <value  > c NL>

where:

<value> ::= integer from Oto 255

Example: 10 DIM Stb-value$[lOO]

20 OUTPUT XXX;"*STB?"
30 ENTER XXX;Stb-value$
40 PRINT Stb-values

50 END

HP 16528/1653B
Programming Reference
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“STB

Table 5-4. The Status Byte Register

BIT BIT BIT CONDITION
WEIGHT NAME

7 128 --- 0 = not used
6 64 MSS 0 = instrument has no reason for service

1 = instrument is requesting service
5 32 ESB 0 = no event status conditions have occurred

1 = an enabled event status condition has occured
4 16 MAV 0 = no output messages are ready

1 = an output message is ready
3 8 LCL 0 = a remote-to-local transition has not occurred

1 = a remote-to-local transition has occurred
2 4 _-- not used
1 2 _-- not used
0 1 MSB 0 = HP 1652B/1653B  has activity to report

1 = no activity to report

0 = False =: Low
1 = True = High

Common Commands
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*WAI

*WAI command

The *WAI command causes the device to wait until the completion of all
overlapped commands before executing any further commands or queries.
An overlapped command is a command that allows execution of
subsequent commands while the device operations initiated by the
overlapped command are still in progress. The overlapped commands for
the HP 1652B/53B are:

STAFii
STOP
AUToscale

Command Syntax: WAI

Example: OUTPUT XXX;"*WAI"

HP 1652Bll653B Common Commands
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System Commands 6
Introduction System commands control the basic operation of the instrument including

formatting query responses and enabling reading and writing to the
advisory l ine of  the instrument’s  display. They can be called at anytime.
The HP 1652B/53B System commands are:

ARMBnc
DATA
DSP (display)
ERRor
HEADer
KEY
LER (Local Event Register)
LOCKout
LONGform
MEND
MESE
MESR
PRINt
SETup

In addition to the system commands, there is are three run control
commands and a preprocessor power supply condition query. These
commands are:

0 PPOWer
l RMODe
l STARt
l STOP

The run  control commands can be called at anytime and also  control the
basic operation of the logic analyzer. These commands are at the same
level in the command tree as SYSTem;  therefore they are not preceded by
the :SYSTem header.

HP 16528/1653B
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math-num

ARMBnc? c

k e y - c o d e

Figure 81. System Commands Syntax Diagram



enable-mask

ci  PPcwcr? .

.

REPetihve

value = integerfrom  0 to 255.
menu = integer .  Refer  to  the  indiv idualprogramming manuals  for each module and the system for

specif ic  menu number def ini t ions.
enable-value = integerfiom  0 to 255.
index = integerfrom 0 to 5.
block-data = data in IEEE 488.2 format.
string = string of up to 60  alphanumeric characters.

Figure 81. System Commands Syntax Diagram (continued)
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ARMBnc

ARMBnc command/query

The ARMBnc command selects the source that will generate the arm out
signal that will appear on the rear panel BNC labelled External Trigger
out.

The ARMBnc query returns the source currently selected.

Command Syntax: :SYSTem:ARMBnc { MACHine{  112)  1 SCOPe  1 NONE}

Example: OUTPUT XXX;":SYSTEM:ARMBNC  MACHINEl"

Query Syntax: : S Y S T e m : A R M B n c ?

RetUrned  Format: [:SYSTem:ARMBnc] { MACHine{  112)  ) SCOPe  I NONE} c NL>

Example: 10 DIM Mode$[lOO]
20 OUTPUT XXX;":ARMBNC?"

30 ENTER XXX;Mode$

40 PRINT Mode$
50 END

System Commands
6 4
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DATA

DATA

Note #b

Note ‘$

command/query

The DATA command allows you to send and receive acquired data to and
from a controller in block form. This helps saving block data for:

l Re-loading to the logic analyzer
l Processing data later
l Processing data in the controller.

The format and length of block data depends on the instruction being
used and the configuration of the instrument. This section describes each
part of the block data as it will appear when used by the DATA
instruction. The beginning byte number, the length in bytes, and a short
description is given for each part of the block data. This is intended to be
used primarily for processing of data in the controller.

Do not change the block data in the controller if you intend to send the
block data back into the logic analyzer for later processing. Changes
made to the block data in the controller could have unpredictable results
when sent back to the logic analyer.

The SYSTem:DATA query returns the block data.

The data sent by the SYSTem:DATA query reflects the configuration of
the machines when the last run was performed. Any changes made since
then through either front-panel operations or programming commands do
not affect  the stored configuration.

HP 16628/1653B
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DATA

System Commands
6-6

For the DATA instruction, block data consists of either 14506 bytes
containing logic analyzer only information or 26794 bytes containing both
logic analyzer and oscilloscope information. This information is captured
by the acquisition systems. The information for the logic analyzer will be
in one of four formats depending on the type of data captured. The logic
analyzer format is described in the “Acquisition Data Description” section
in “Logic  Analyzer Block Data.” The oscilloscope format is described in
the “Acquisi t ion Data Description” section in “Oscil loscope Block Data.”
Since no parameter checking is performed, out-of-range values could
cause instrument lockup; therefore, care should be taken when
transferring the data string into the HP 1652B/53B.

The < block data > parameter can be broken down into a
< block length specifier > and a variable number of < section > s.

The <block length specifier > always takes the form #8DDDDDDDD.
Each D represents a digit (ASCII characters “0”  through “9”).  The value of
the eight digits represents the total length of the block (all sections). For
example, if the total length of the block is 14522 bytes, the block length
specifier would be “#800014522”.

Each < section > consists of a <section header > and < section data > .
The < section data > format varies for each section and may be any
length. For this instruction, the < section data > section is composed of a
data preamble section and an acquisition data section.

HP 16528/16538
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DATA

Command Syntax:

Example:

where:

-z  block data >

-z  block length specifier >
c length >

<section >

-z  section header >
<section data >

Note ‘6

Query Syntax:

Returned Format:

HP-IB Example:

HP 16528/1653B
Programming Reference

:SYSTem:DATA c block data >

OUTPUT XXX;“: SYSTEM: DATA” <block data >

:: = <block length specifier >  c  section >  . . .

:: = #8  <  length >

:: =  the total length of all sections in byte format (must be represented with 8 digits)
:: =  <section header >  -z  section data >
:: =  16 bytes, described in the following ‘Section Header” sections

:: = format depends on the type of data

The total length of a section is 16 (for the section header) plus the length
of the section data. So when calculating the value for <length > , don’t
forget to include the length of the section headers.

:SYSTem:DATA?

[:SYSTem:DATA] <block data> <  NL>

1 0  DIM  Nrm1$[2],  81ockS[32000] ! a l l o c a t e  e n o u g h  m e m o r y  f o r  b l o c k  d a t a
20 OUTPUT XXX;” : SYSTEM: HEAD OFF”
30 OUTPUT XXX;“:SYSTEM:DATA?” !  s e n d  d a t a  q u e r y
40 ENTER XXX USING “#.2A”;Num$ !read  i n  X 8
50 ENTER XXX USING “#,8D”;8locklength!  read  in  b lock  l eng th

60 ENTER XXX USING “-K”;Ellock$ !  r e a d  i n  d a t a
70 END

System Commands
6-7



DATA

Logic Analyzer
Block Data

Section Header
Description

1

11

12

13

Section Data

Data Preamble
Description

The logic analyzer block data is described in the following sections. The
oscilloscope block data is appended at the end of the logic analyzer block
data when the oscilloscope is on and has acquired and stored waveform
data. The oscilloscope block data is described in “Oscilloscope Block
Data” later  in this  sect ion.

The sect ion header uses bytes 1 through 16 ( this  manual  begins counting
at 1; there is no byte 0). The 16 bytes of the section header are as follows:

10 bytes - section name, such as "DATA

1 byte - reserved

’ (six trailing spaces)

1 bytes - module ID (31 for HP 1652B/53B)

4 bytes - length (14506 for the logic analyzer only and 26794 for both the
logic analyzer and oscil loscope).

For the SYSTem:DATA command, the < section data > parameter
consists of two parts: the data preamble and the acquisition data. These
are described in the fol lowing two sect ions.

The block data is organized as 160 bytes of preamble information,
followed by 1024 14byte  groups of information, followed by 10 reserved
bytes. The preamble gives information for each analyzer describing the
amount and type of data captured, where the trace point occurred in the
data, which pods are assigned to which analyzer, and other information.

Each 1Cbyte  group is made up of two bytes (16 bits) of status for
Analyzer 1,  two bytes of status for Analyzer 2,  then five sets of two bytes of
information for each of the five 16-bit pods of the HP 1652B. In the
HP 1653B, the status and format for the sets of bytes are the same, but the
data  in  not  val id  on pods 3,4,  and 5 .

System Commands HP 16528/1663B
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DATA

Note d
One analyzer’s information is independent of the other analyzer’s
information. In other words, on any given line, one analyzer may contain
data information for a timing machine, while the other analyzer may
contain count information for a state machine with time tags enabled. The
status bytes for each analyzer describe what the information for that line
contains. Therefore, when describing the different formats that data may
contain below, keep in mind that this format pertains only to those pods
that are assigned to the analyzer of the specified type. The other analyzer’s
data is TOTALLY independent and conforms to its own format.

The preamble (bytes 17 through 176) consists  of  the fol lowing 160 bytes:

17 2 bytes - Instrument ID (always 1652 for HP 1652B and HP 1653B)

19 2 bytes - Revision Code

Note d
The values stored in the preamble represent the captured data currently
stored in this structure and not what the current configuration of the
analyzer is. For example, the mode of the data (bytes 21 and 99) may be
STATE with tagging, while the current setup of the analyzer is TIMING.

The next 78 bytes are for Analyzer 1 Data Information.

21 1 byte - Machine data mode, one of the following values:
0 = off
1 = state data (with either time or state tags)
2 = state data (without tags)
3 = glitch timing data
4 = transitional timing data

22 1 byte - List of pods in this analyzer, where a 1 indicates that the
corresponding pod is  assigned to this  analyzer.

bit 8 bit 7 bit 6 bit 5 bit 4 bit 3 bit 2 bit 1
unused u n u s e d P o d 1 P o d 2 Pod 3 Pod 4 Pod 5 unused

HP 16528/1663B
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DATA

23

24

25

35

36

37

47

51

52

53

1 byte - Master chip in this analyzer - When several chips are grouped
together in a single analyzer, one chip is designated as a master chip. This
byte identifies the master chip. A value of 4 represents POD 1,3  for POD
2,2 for POD 3,1 for POD 4, and 0 for POD 5.

1 byte - Reserved

10 bytes - Number of rows of valid data for this analyzer - Indicates the
number of rows of valid data for each of the five pods. Two bytes are used
to store each pod value, with the ftrst  2 bytes used to hold POD 5 value,
the next 2 for POD 4 value, and so on.

1 byte - Trace point seen in this analyzer - Was a trace point seen (value
= 1) or forced (value = 0)

1 byte - Reserved

10 bytes - Trace point location for this analyzer - Indicates the row
number in which the trace point was found for each of the five  pods. Two
bytes are used to store each pod value,  with the f irst  2 bytes used to hold
POD 5 value, the next 2 for POD 4 value, and so on.

4 bytes - Time from arm to trigger for this analyzer - The number of 40 ns
ticks that have taken place from the arm of this machine to the trigger of
this machine. A value of -1 (all 32 bits set to 1) indicates counter overflow.

1 byte - Armer of this analyzer - Indicates what armed this analyzer (1 =
RUN, 2 = BNC, 3 = other analyzer)

1 byte - Devices armed by this analyzer - Bitmap of  devices armed by this
machine

bitt3 bi t 7 bit 6 b i t 5 bit 4 bi t 3 bit 2 bi t 1
unused unused unused unused SCOPE BNC out Mach. 2 Mach.

A 1 in a given bit position implies that this analyzer arms that device,
while a 0 means the device is not armed by this analyzer.

4 bytes - Sample period for this analyzer (timing only) - Sample period at
which data was acquired. Value represents the number of nanoseconds
between samples.

System Commands HP 16528/1663B
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57

6 1

62

63

68

69

89

Acquisition Data
Description

HP 16528/16538
Programming Reference

4 bytes - Delay for this analyzer (timing only) - Delay at which data was
acquired. Value represents the amount of delay in nanoseconds.

1 byte - Time tags on (s tate  with tagging only)  - In state tagging mode, was
the data captured with time tags (value = 1) or state tags (value = 0).

1 byte - Reserved

5 bytes - Demuhiplexing  (state only) - For each of  the f ive pods (f irs t  byte
is POD 5, fifth  byte is POD 1) in a state machine, describes multiplexing
of each of the five pods. (0 = NO DEMUX, 1 = TRUE DEMUX, 2 =
MIXED CLOCKS).

1 byte - Reserved

20 bytes - Trace point  adjustment for  pods - Each pod uses 4 bytes to
show the number of nanoseconds that are to be subtracted from the trace
point described above to get the actual trace point value. The first  4 bytes
are for Pod 5, the next four are for Pod 4, and so on.

10 bytes - Reserved

The next 78 bytes are for Analyzer 2 Data Information. They are
organized in the same manner as Analyzer 1 above, but they occupy bytes
99 through 176

The acquisi t ion data sect ion consists  of  14336 bytes  (1024 1Cbyte  groups),
appearing in bytes 177 through 14512. The last ten bytes (14513 through
14522) are reserved. The data contained in the data section will appear in
one of four forms depending on the mode in which it was acquired (as
indicated in byte 21 for machine 1 and byte 99 for machine 2). The four
modes are:

l State Data (without tags)
l State Data (with either time or state tags)
l Glitch Tiig Data
l Transitional Timing Data

The following four sections describe the four data modes that may be
encountered. Each section describes the Status bytes (shown under the
Machine 1 and Machine 2 headings), and the Information bytes (shown
under the Pod 5 through Pod 1 headings).

System Commands
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State Data Status Bytes. In normal state mode, only the least significant bit (bit 1) is
(without  tags) used. When bit 1 is set, this means that there has been a sequence level

t rans i t ion .

Information Bytes. In state acquisition with no tags, data is obtained from
the target system with each clock and checked with the trace specification.
If the state matches this specification, the data is stored, and is placed into
the memory.

JvIachine  1 Machine 2 Pod 5 Pod4 Pod 3 Pod 2 Pod l*
177 Sta tus Sta tus Data Data Data Data Data
191 Sta tus Sta tus Data Data Data Data Data
205 Sta tus Sta tus Data Data Data Data Data

Sta tus Sta tus Data Data Data Data Data

*The headings are not a part of the returned data.

State Data (with either Status Bytes. In state tagging mode, the tags indicate whether a given row
time or state tags) of the data is a data line, a count (tag) line, or a prestore line.

Bit 2 is the Data vs. Count bit. Bit 3 is the Prestore vs. Tag bit. The two
bits  together show what the corresponding Information bytes represent .

Bit  3 Bit 2 tion  bvte  represents:
0 0 Acquisition Data
0 1 Count
1 0 Prestore Data
1 1 Inval id

If Bit 2 is clear, the information contains either actual acquisition data as
obtained from the target system (if Bit 3 is clear), or prestore data (if Bit 3
is set). If Bit 2 is set and Bit 3 is clear, this row’s bytes for the pods
assigned to this machine contain tags. If Bit 2 and Bit 3 are set, the
corresponding Information bytes are invalid and should be ignored. Bit 1
is used only when Bit 2 is clear.  Whenever there has been a sequence level
transition Bit 1 will be set, and otherwise will be clear.

System Commands
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Information Bytes. In the State acquisition mode with tags, data is
obtained from the target system with each clock and checked with the
trace specification. If the state does not match the trace specification, it is
checked against the prestore qualifier. If it matches the prestore qualifier,
then it is placed in the prestore buffer. If the state does not match either
the sequencer qualifier or the prestore qualifier, it is discarded.

The type of information in the bytes labeled Data depends on the Prestore
vs. Tags bit. When the Data bytes are used for prestore information, the
following Count bytes (in the same column) should be ignored. When the
Data bytes are used for tags, the Count bytes are formatted as
floating-point numbers in the following fashion:

13 b i t s  11throueh  1
EEEEE MMMMMMMMMMM

The live most-significant bits (EEEEE) store the exponent, and the eleven
least-significant bits (MMMMMMMMMMM) store the mantissa. The
actual  value for  Count  is  given by the equation:

Count = (2048 + mantissa) X  2exponent -2048

Since the counts are relative counts from one state to the one previous, the
count for the first state in the data structure is invalid.

If time tagging is on, the count value represents the number of 40
nanosecond t icks that  have elapsed between the two stored states.  In the
case of state tagging, the count represents the number of qualified states
that were encountered between the stored states.

If a state matches the sequencer qualifiers, the prestore buffer is checked.
If there are any states in the prestore buffer at this time, these prestore
states are first placed in memory, along with a dummy count row. After
this check, the qualified state is placed in memory, followed by the count
row which specified how many states (or 40 ns  ticks) have elapsed since
the last stored state. If this is the first stored state in memory, then the
count information that is stored should be discarded.

HP 16528/16538 System Commands
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JvIachine  1  M a c h i n e  2  P o d  5  P o d  4  P o d  3  P o d 2  P o d  l*
177 Sta tus Sta tus Data Data Data Data Data
1 9 1 Sta tus Status @ @ @ @ @
205 Sta tus Sta tus Data Data Data Data Data
219 Sta tus Sta tus c o u n t  c o u n t  Count  c o u n t  c o u n t

14485 Sta tus
14499 Sta tus

Sta tus
Sta tus

Data Data Data Data Data
c o u n t  c o u n t  c o u n t  C o u n t  c o u n t

*The headings are not a part of the returned data.

@ = Invalid data

Glitch Timing Data Status Bytes. In glitch timing mode, the status bytes indicate whether a
given row in the data contains actual acquisition data information or glitch
information.

Bit 1 is the Data vs. Glitch bit. If Bit 1 is set, this row of information
contains glitch information. If Bit 1 is clear, then this row contains actual
acquisition data as obtained from the target system.

Information Bytes. In the Glitch timing mode, the target system is
sampled at every sample period. The data is then stored in memory and
the glitch detectors are checked. If a glitch has been detected between the
previous sample and the current sample, the corresponding glitch bits are
set. The glitch information is then stored. If this is the first stored sample
in memory, then the glitch information stored should be discarded.

System Commands
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Machine 1 Machine 2 Pod 5 Pod4 Pod 3 Pod 2 Pod I*
177 Sta tus Sta tus Data Data Data Data Data
191 Sta tus Status @ co  @  @  @
205 Sta tus Sta tus Data Data Data Data Data
219 Sta tus Sta tus Glitch Glitch Glitch Glitch Glitch

14405 Sta tus Sta tus Data Data Data Data Data
14499 Sta tus Sta tus Glitch Glitch Glitch Glitch Glitch

*The headings are not a part of the returned data.

@ = Invalid data

Transitional Timing Data Status Bytes. In transitional timing mode, the status bytes indicate
whether a given row in the data contains acquisition information or
transition count information.

10-9 bi ts  8-7 bi ts  6-5 bits43 bi t s 2-l
Pod 5 Pod 4 Pod 3 Pod 2 P o d 1

Each pod uses two bits  to show what  is  being represented in the
corresponding Information bytes. Bits 10,8,6,4 and 2 are set when the
appropiate pod’s Information bytes represent acquisition data. When that
bit is clear, the next bit shows if the Information bytes represent the first
word of a count. Together there are three possible combinations:

10 - This pods Information bytes contain acquisition data as obtained from
the target  system.

01 - This  pod’s Information bytes contain the f i rs t  word of  a  count .
00 - This pod’s Information bytes contain part of a count other than the

firs t  word.

HP 16528/1653B
Programming Reference
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Information Bytes. In the Transitional timing mode the logic analyzer
performs the fol lowing s teps to  obtain the information bytes:

1. Four samples of data are taken at 10 nanosecond intervals. The data is
stored and the value of the last sample is retained.

2. Four more samples of data are taken. If any of these four samples differ
from the last sample of the step 1, then these four samples are stored
and the last value is once again retained.

3. If all four samples of step 2 are the same as the last sample taken in step
1,  then no data is stored. Instead, a counter is incremented. This
process wil l  continue unti l  a  group of  four samples is  found which
differs from the retained sample. At this time, the count will be stored
in the memory, the counters reset, the current data stored, and the last
sample of the four once again retained for comparison.

I

Note  u
The stored count indicates the number of 40 ns intervals that  have elapsed
between the old data and the new data.

The rows of the acquisition data may, therefore, be either four rows of
data followed by four more rows of data, or four rows of data followed by
four rows of count.  Rows of count will  always be followed by four rows of
data except for the last row, which may be either data or count.

Note d
This process is  performed on a pod-by-pod basis .  The individual  s tatus
bi ts  wil l  indicate  what  each pod is  doing.

System Commands
6-16

HP 1652B/l653B



DATA

Example :
177
1 9 1
205
219
233
247
261
275
289
303
317
331
345
359
373
387

11*

S t a t u s S t a t u s Data Data Data Data Data
Sta tus Sta tus Data Data Data Data Data
Sta tus Sta tus Data Data Data Data Data
Sta tus Sta tus Data Data Data Data Data
Sta tus Sta tus Data count Count Data Data
Sta tus Sta tus Data count Count Data Data
Sta tus Sta tus Data count Count Data Data
Sta tus Sta tus Data Count count Data Data
Sta tus Sta tus count Data Data Count Data
Sta tus Sta tus Count Data Data Count Data
Sta tus Sta tus count Data Data count Data
Sta tus Sta tus count Data Data count Data
Sta tus Sta tus Data Data count Data Data
Sta tus Sta tus Data Data count Data Data
Sta tus Sta tus Data Data count Data Data
Sta tus Sta tus Data Data count Data Data

14457 Sta tus Sta tus Data Data Data Data Data
14471 Sta tus Sta tus Data Data Data Data Data
14485 Sta tus Sta tus Data Data Data Data Data
14499 Sta tus Sta tus Data Data Data Data Data

The following table is just an example. The meaning of the Information
bytes (Data or  Count)  depends upon the corresponding Status bytes.

*The headings are not a part of the returned data.

HP 16528/1663B System Commands
6-17



DATA

Oscilloscope
Block Data

Oscilloscope
Data Section

Section Header
Description

14523

14533

14534

14535

Section Data

The osci l loscope block data is  described in the fol lowing sect ions.  This
data is appended to the logic analyzer block data and is present only when
the oscilloscope is on and waveform data has been acquired and stored.

The oscilloscope data contains both a section header and section data
similar to the logic analyzer for both of its sections. The oscilloscope block
data sections are Oscilloscope Data and Oscilloscope Display Data.

l Oscilloscope Data - the raw data captured on the last acquisition.

l Oscilloscope Display Data - the segment of data displayed after
each acquisi t ion.

The oscil loscope data and oscil loscope display data sect ions are sent  only
when the oscil loscope is  on and there is  waveform data stored in the
oscilloscope memory.

The Oscilloscope Data section contains the raw data the oscilloscope
acquired on the last acquisition.

The oscilloscope data < section header > used bytes 14523 through 14539.
The 16 bytes of the section header are as follows:

10 bytes - Section name, "SCOPEDAT " ( two trai l ing spaces)

1 byte - Reserved (always 0)

1 byte - Unused

4 bytes  - Length of  osci l loscope data

The oscilloscope raw data < section data > contains the initially acquired
data. Each data unit is contained in a byte. The lower six bits contain the
data, while the upper two bits are not used and as a result, each data unit
can represent a value from 0 to 63. The total number of bytes is this
section is 4096 with the first 2048 bytes for channel 1 and the remaining
2048 bytes for  channel  2.

System Commands
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14539

16587

Oscilloscope
Display Data
Section

Note ‘d

18635

22731

HP 16628/16538
Programming Reference

2048 bytes - raw oscilloscope data for channel 1.

2048 bytes - raw oscilloscope data for channel 1.

The display data section < section data > contains the initial data
displayed after an acquisition. Each data unit is represented by a 16 bit
value which is generated by taking the raw oscilloscope data and shifting it
the the left by 8 bits.

Changing the seconds-per-division after the oscilloscope has stopped will
change the data displayed on the screen but it will not change the display
data in this section.

4096 bytes - Displayed oscilloscope data for channel 1

4096 bytes - Displayed oscilloscope data for channel 2

System Commands
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DSP (Display) command

The DSP command writes the specified quoted string to a device
dependent portion of the instrument display.

Command Syntax: :SYSTem:DSP <str ing >

where:

<string > :: = string of up to 60 alphanumeric characters

Examples: OUTPUT XXX;“:SYSTEM:DSP  ‘The message goes here”’

System Commands
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ERRor
A

ERRor

query

The ERRor  query returns the oldest error number from the error queue.
A complete list of error numbers for the HP 1652B/53B is shown in
appendix C, “Error Messages.” If no errors are present in the error queue,
a zero is returned.

Query Syntax: :SYSTem:ERRoR

Returned Format: [:SYSTem:EFWor]  <error  number> <NL>

Example: 10 OUTPUT XXX;":SYSTEM:ERROR?"

20 ENTER XXX;Err-num
30 PRINT Err-num

40 END

HP 16526/16636 System Commands
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HEADer command/query

The HEADER command tells the instrument whether or not to output a
header for query responses. When HEADer is set to ON, query
responses will include the command header.

The HEADer query returns the current state of the HEADer command.

Command Syntax: :SYSTem:HEADer  {{ON~l}~{OFF~O}}

Example: OUTPUT XXX;":SYSTEM:HEADER  ON"

QUety  Command: :SYSTem:HEADer?

Returned Format: [:SYSTem:HEADer]  { 1 lo} <  NL>

Example: 10 DIM Mode$[lOO]
20 OUTPUT XXX:":SYSTEM:HEAOER?"

30 ENTER XXX;Mode$

40 PRINT Mode$
50 END

Note d
Headers should be turned off when returning values to numeric variables.

System Commands
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KEY command/query

Note #b

The KEY command allows you to simulate pressing a specified
front-panel key. Key commands may be sent over the bus in any order
that is legal from the front panel. Be sure the instrument is in a desired
setup before executing the KEY command. Key codes range from 0 to 36
with 99 representing no key (returned at power-up). See table 6-l for key
codes.

The external KEY buffer is only two keys deep; therefore, attempting to
send KEY commands too rapidly will cause a KEY buffer overflow error
to be displayed on the HP 1652B/53B screen.

The KEY query returns the key code for the last front- panel key pressed
or the last  s imulated key press over  the bus.

Command Syntax: :SYSTem:KCI  <key-code >

where:

< key-code z :: = integer from 0 to 36

Example: OUTPUT XXX;“:SYSTEM:KEY  24”

HP 16528/1663B System Commands
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Query Syntax: :SYSTem:KEY?

Returned Format: [:SYSTem:KPI]  <key-code> -cNL>

Example: 10 DIM Key$[lOO]
20 OUTPUT XXX;":SYSTEM:KEY?"

30 ENTER XXX; KEY$
40 PRINT KEY$

50 END

Table 6-l. Key codes

Key Value HP 1652B/53B
Key

Key Value

-

0 RUN 19
1 STOP 20
2 unused 21
3 SELECT 22
4 CHS 23
5 Don’t Care 24
6 0 25
7 1 26
8 2 27
9 3 28
10 4 29
11 5 30
12 6 31
13 7 32
14 8 33
15 9 34
16 A 35
17 B 36
18 C 99

L

HP1652BE3B
Key

D
E
F
u n u s e d
u n u s e d
Knob left
Knob  right
L/R RoII
U/D RolI
u n u s e d
unused
u n u s e d
,! ,t

Clear Entry
FORMAT/CHAN
TRACE/TRIG
DISPLAY
I/O
Power Up

System Commands
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LER (LCL Event Register) wry

The LER query allows the LCL (local) Event Register to be read. After
the LCL Event Register is read, it is cleared. A one indicates a
remote-to-local transition has taken place. A zero indicates a
remote-to-local transition has not taken place.

QIJWy Syntax: :SYSTem:LER?

Returned Format: [:SYSTem:LERJ  {OIl}-zNL>

Example: 10 DIM Event$[lOO]
20 OUTPUT XXX;":SYSTEM:LER?"

30 ENTER XXX;Event$

40 PRINT Event$

50 END

HP 1652B/l653B System Commands
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LOCKout command/query

The LOCKout  command locks out or restores front-panel operation.
When this function is on, all controls (except the power switch) are
entirely locked out.

The LOCKout  query returns the current status of the LOCKout  command.

Command Syntax: :SYSTem:LOCKout  {{ON~l}~{OFF~O}}

Example: OUTPUT XXX;":SYSTEM:LOCKOUT  ON"

Query Syntax: :SYSTem:LOCKout?

Returned Format: [:SYSTem:LOCKout] {OIl}<NL>

Example: 10 DIM Status$[lOO]
20 OUTPUT XXX;":SYSTEM:LOCKOUT?"

30 ENTER XXX;Status$
40 PRINT Status$
50 END

System Commands
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LONGform command/query

The LONGform  command sets the longform variable which tells the
instrument how to format query responses. If the LONGform  command
is set to OFF, command headers and alpha arguments are sent from the
instrument in the abbreviated form. If the LONGform  command is set to
ON, the whole word will be sent to the controller.

This command has no affect on the input data messages to the instrument.
Headers and arguments may be input in either the longform or shortform
regardless of how the LONGform  command is set.

The query returns the status of the LONGform  command.

Command Syntax: :SYSTem:LONGform  {{ON~1}~{OFF~O}}

Example: OUTPUT XXX;":SYSTEM:LONGFORM  ON"

Query Syntax: : S Y S T e m : L O N G f o r m ?

Returned Format: [:SYSTem:LONGform]  (1  IO}  < NL>

Example: 10 DIM Mode$[lOO]
20 OUTPUT XXX;":SYSTEM:LONGFDRM?"

30 ENTER XXX;Mode$
40 PRINT Moded
50 END

HP 16528/l  6538 System Commands
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MENU command/query

The MENU command puts a menu on the display.

The MENU query returns the current menu selection.

Command Syntax: :SYSTem:MENU c menu-type >, <  math-num  >

where:

-=  menu-type > : :  = { SCONfig  1 FORMat 1CHANnel 1TRACe 1TRlGger 1DlSPlay 1WAVeform I SWAVeform 1

COMPare  I SCHart  1 SLISt}
cmach  num > ::= {O  1 1 1 2 1 3)

0 : :  = m i x e d  m o d e
1 : :  = a n a l y z e r  1
2 : :  = a n a l y z e r  2
3 : :  = o s c i l l o s c o p e

Example: OUTPUT XXX;"SYSTEM:MENU  FORMAT.l"

Query  Syntax: :SYSTem:MENU?

Returned Format: [:SYSTem:MENU] <menu-type r , < math-num  >

Example: 10 DIM Response$[lOO]
2 0  O U T P U T  XXX;“:SYSTEM:MENU?”

3 0  E N T E R  XXX;Response$

40 PRINT Response$

50 END

System Commands
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MESE command/query

The MESE command sets the Module Event Status Enable Register bits.
The MESE  register contains a mask value for the bits enabled in the
MESR register. A one in the MESE will enable the corresponding bit in
the MESR, a zero will disable the bit.

The MESE query returns the current setting.

Refer to table 6-2 for information about the Module Event Status Enable
register bits, bit weights, and what each bit masks for the logic analyzer.

Command Syntax: :SYSTem:MESE <enable -mask>

where:

-C  enable mask > :: = integer from 0 to 255

Example: OUTPUT XXX;” :SYSTEM:MESE 1”

HP 16528/1653B
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Query Syntax: :SYSTem:MESE?

RetUrned  Format: [ :SYSTem:MESE]  <enable -mask> <NL>

Example: 10 OUTPUT XXX;“:SYSTEM:MESE?”
20 ENTER XXX; Mes

30 PRINT M e s

40 END

Table 62. Module Event Status Enable Register

Module Event Status Enable Register
(A “1” enables the MESR bit)

Bit Weight Enables

7 128 Not used
6 64 Not used
5 32 Not used
4 16 Not used
3 8 Not used
2 4 Not used
1 2 RNT - Run until satisified
0 1 MC - Measurement complete

System Commands
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MESR query

The MESR query returns the contents of the Module Event Status
register.

Note d
Reading the register clears the Module Event Status Register.

Table 6-3 shows each bit in Module Event Status Register and their bit
weights for the logic analyzer. When you read the MESR, the value
returned is the total bit weights of all bits that are set at the time the
register is read.

Query Syntax: :SYSTem:MESW)

Returned Format: [ :SYSTem:MESR] -c status > <  NL>

where:

c  status > :: = integer from 0 to 255

Example: 10 OUTPUT XXX;“:SYSTem:MESR?”

20 ENTER XXX; Mer
30 PRINT Mer

40 END

HP 16528/1663B System Commands
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Table 83. Module Event Status Register

Module Event Status Register

Bit Weight Condition

7 128
6 64
5 32
4 16
3 8
2 4
1 2

0 1

N o t u s e d
N o t u s e d
N o t u s e d
N o t u s e d
N o t u s e d
N o t u s e d
1 = Run until satisified
0 = Run until not satisified
1 = Measurement complete
0 = Measurement not complet



PPOWer

PPOWer query

The PPOWer (preprocessor power) query returns the current status of
the HP 1652BE3B’s  high-current limit circuit. If it is functioning properly,
0 is returned. If the current draw is too high, 1 is returned until the
problem is corrected and the circuit automatically resets.

Query Syntax: :PPOWer?

l?eturned  Format: [:PPOWer]  {o 1 I}

Example: 10 DIM Response$[lO]
20 OUTPUT XXX;":PPOWER?"

30 ENTER XXX; Response$

40 PRINT Response%
50 END

HP 16528/16538
Programming Reference
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PRlNt command

The PRINt command initiates a print of the screen or print all over the
RS-232C bus. The PRINt parameters SCReen or ALL specify how the
screen data is sent to the controller. PRINt SCReen transfers the data to
the controller in a printer specific graphics format. PRINt ALL transfers
the data in a raster format for the following menus:

l State and Timing Format menus

l Disk menu

l State and Timing Symbol menus

0 State Listing menu

l State Trace

0 State Compare

Command Syntax: :SYSTem:PRINt  {SCReen 1 ALL}

Example: OUTPUT XXX;“:SYSTEM:PRINT  SCREEN”

System Commands
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RMODe command/query

The RMODe command is a run control command that specifies the run
mode for logic analyzer and oscilloscope. It is at the same level in the
command tree as SYSTem;  therefore, it is not preceded by :SYSTem.

The query returns the current setting.

Note d
After specifying the run mode, use the STARt  command to start the
acquis i t ion .

Command Syntax: :RMODe  {SINGle  1 REPetitive}

Example: OUTPUT XXX;“:RMOOE SINGLE”

Query Syntax: :RMoDe?

Returned Format: [:RMODe] {SINGle  1 REPetitive}  c NL>

Example: 10 DIM Mode$[lOO]
20 OUTPUT XXX;“:RMODE?”

30 ENTER XXX;Mode$
40  PRINT Hode$
50  END

HP 16526/1653B
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SETup command/query

The SYStem:SETup command configures the logic analyzer module as
defined by the block data sent by the controller.

The SYStem:SETup query returns a block of data that contains the
current configuration to the controller.

There are three data sections which are always returned and a fourth
header when the oscilloscope is on and has acquired and stored waveform
data. These are the strings which would be included in the section header:

0 "CONFIG  "

0 "1650 RS232"

0 "1650 DISP "
0 "1650 DISP2"

0 "SCOPECNF "

Addit ional ly,  the fol lowing sect ions may also be included,  depending on
what’s loaded:

0 "SYMBOLS A -

0 "SYMBOLS B "
0 "SPA DATA A"

l "SPA DATA 8"
l "INVASH A "
0 "INVASM B "

0 "COMPARE -

System Commands
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Command syntax:

where:

<  block data z=

-z  block length specifier >
c  length >

<section >

<section header >

<section data z

Note d

Example:

Query Syntax:

Returned Format:

HP-IB Example:

:SYStem:SETup  <block  d a t a >

:: = <block length specifier >  <section >  . . .

::=  #8<length>
:: =  the total length of all sections in byte format (must be represented with 8 digits)

:: = c section header >  <section data>

:: = 16 bytes in the following format:
10 bytes for the section name

1 byte reserved
1 byte for the module ID code (31 for the logic analyzer)
4 bytes for the length of the section data in bytes

:: = format depends on the type of data

The total length of a section is 16 (for the section header) plus the length
of the section data. So when calculating the value for c  length >, don’t
forget  to include the length of the section headers.

OUTPUT XXX USING “%,K”;“:SYSTEH:SETllP  ” < b l o c k  d a t a  >

:SYStem:SETup?

[:SYStem:SETup] c block data> c NL>

10 DIM Block$  [32000] !allocate  enough memory  f o r  b l o c k  d a t a

2 0  D I M  Specif ier$  [2]
30 OUTPUT XXX; “:SYSTEM:HEAD  OFF”

40 OUTPUT XXX;“:SYSTEM:SETUP?” !  s e n d  s e t u p  q u e r y
50 ENTER XXX USING “#.ZA”;Specifier$!  r e a d  i n  18
60 ENTER XXX USING “#.8D”;Blocklength!  read  in  b lock  l eng th
70 ENTER XXX USING “-K”;Block$ !  r e a d  i n  d a t a

80 END

HP 16528/1653B
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STARt

STARt

Note ‘4

Command Syntax:

Example:
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command

The STARt command is a run control command that starts the logic
analyzer running in the spccificd  run mode (see RMODe).  The STARt
command is on the same level  in the command tree as SYSTem;  therefore,
it is not preceded by :SYSTem.

The STARt command is an Overlapped Command. An Overlapped
Command is a command that allows execution of subsequent commands
while the device operations initiated by the Overlapped Command are still
in  progress .

:STAR

OUTPUT XXX;":START"

HP 18528/18538
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STOP

STOP

Note d

command

The STOP command is a run control command that stops the logic
analyzer. The STOP command is on the same level in the command tree
as SYSTem;  therefore, it is not preceded by :SYSTem.

The STOP command is an Overlapped Command. An Overlapped
Command is a command that allows execution of subsequent commands
while the device operations initiated by the Overlapped Command are still
in  progress .

Command Syntax: :STOP

Example: OUTPUT m”:STOP

HP 16528/l  6538
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MMEMory Subsystem

Introduction MMEMory subsystem commands provide access to the disk drive. The
MMEMory subsystem commands are:

l AUToload
l CATalog
0 C O P Y
l DOWNload
0 INITialize
0 L O A D
l PACK
l PURGe
l REName
l STORe
l UPLoad

Note
If you are not going,to  store information to the configuration disk, or if the
disk you are using contains information you need, it is advisable to write
protect your disk. This will protect the contents of the disk from
accidental damage due to incorrect commands, etc.
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